An off-line data processing system for biochemistry profiling based on a 2K programmable calculator.
An off-line data processing system based on a Hewlett Packard 2K programmable calculator to be used with a biochemistry profiling system is described. The program is in two sections. A Data Acquisition phase calculates results from Auto Analyser II peak heights after corrections for drift and stores them on magnetic tape cassettes. Quality control statistics are produced. A Reporting phase types the profile results on self-adhesive pre-printed labels to be attached to the test-request form and also prepares a laboratory record sheet. The system is routinely used to process up to 2000 peak heights per day. Non-profile heights may also be read using this program.